Urodynamic equipment for screening and office use: CO2 cystometry.
A newly available compact urodynamic set-up is presented herein, consisting of a 2-channel CO2 pressure recording unit with flow registration. Flow, bladder and rectal pressure recording are considered the minimal requirements for obtaining sufficient information on functional changes of the lower urinary tract.